[Method of quantitative analysis of beta2-microglobulin in human blood].
A simple and economic method of radial immunodiffusion is developed for diagnostic measurements of beta 2-microglobulin in human serum. Human serum and plasma concentrations of beta 2-microglobulin can be measured sufficiently accurately; the results are reproducible. The reproducibility and addictiveness of the method were evaluated. The error of the method is no more than 15% (3-36 mg/liter), which is permissible for methods of this type.